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ABSTRACT
We have performed X-ray specular reflectivity and scattering measurements of thermally slumped glass substrates
on X-ray diffractometers utilizing a rotating anode X-ray source (8.048 keV) at the Danish Space Research Institute
(DSRI) and synchrotron radiation (18 & 28 keY) at the European Synchrotron Radiation Facility (ESRF) optics
Bending Magnet (BMO5) beamline. In addition, we tested depth graded W/Si multilayer-coated slumped glass using
X-ray specular reflectivity measurements at 8.048 keV (DSRI) & 28 keV (ESRF) and energy-dispersive measurements
in the 20—50 keV range at a double-axis diffractometer at the Ørsted Laboratory, University of Copenhagen. The
thermally slumped glass substrates will be used to fabricate the hard X-ray grazing incidence optics for the High-
Energy Focusing Telescope (HEFT).7'8 We compared the measurements to the SODART-mirrors' from the SRG17
telescope mission program. The surface scatter measurements of the thermally slumped glass substrates yields
Hall Power Diameters (HPD's) of single-bounce mirrors of full-illuminated lengths of 4O arcseconds for typical
substrates and as low as '-'1O arcseconds for the best substrates, whereas the SODART mirrors yields HPD's of s8O
arcseconds with very little variation. ]3oth free-standing glass substrates and prototype mounted and multilayer-
coated optics were tested. The results demonstrate that the surface scatter contribution, plus any contribution from
the mounting procedure, to the Half Power Diameter (HPD) from a telescope using the slumped glass optics will be
in the subarcminute range. In addition we measured low surface microroughness, yielding high reflectivity, from the
glass substrates (r.'2 A), as well as from the depth graded W/Si multilayer-coated glass (interfacial width 4.2 A).
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1. INTRODUCTION
The HEFT"8 telescope consists of an 1.25 m (diameter) array of 14 co-aligned conical approximation Wolter-I
mirror modules, each focusing hard X-rays/soft gamma-rays (20-100 keV) onto individual solid-state Cadmium
Zinc Telluride (CdZnTe) pixel detectors positioned at a focal length of 6 m. Each module consists of 72 nested
shells (consisting of a front and back section, approximating the hyperboloid and paraboloid sections of a Wolter-I
reflector) , produced in quadrant segments. A total of 8064 quadrant segments is then required for the entire telescope
array. The shells are 20 cm long in the direction of the optical axis and vary in radius from 4 cm to 12 cm.
The large numbers of segments required for the telescope demands substrate structures that can be easily fabricated
at low cost. In addition the substrate must be of high strength and must be able to maintain its figure.
Columbia University, the Danish Space Research Institute (DSRI) and California Institute of Technology have worked
in a joint effort on development and characterization of new candidate optics for future Hard X-ray telescopes, in
particular for the High-Energy Focusing Telescope (HEFT)7'8 and the Constellation-X'6"8 NASA missions.
The optic chosen for the HEFT telescope is the thin (0.3 mm) DESAG AF45 (a Schott Group Product) glass sheet.
The DESAG (AF45) boro-silicate glass firepolished microsheets are originally developed for flat panel displays (by
means of a process called "diffusion overflow" ,where any mechanical contact with the glass surface is avoided in the
critical glass production process'3), and are thus inherently smooth and flat." The glass is slumped under gravity
in an oven at temperatures around 7OO75OO (thus below the softening point of the glass and above the annealing
point) into the required shape, determined by a cylindrical quartz tube mandrel, cut in half along its length.
In order to achieve a broad-band energy response in the hard X-ray band up to 100 keV, all of the individual
segments in the HEFT telescope will be coated with depth graded multilayers.2 A study has been conducted to
optimize the coating of the mission.14 The present optimized design utilizes W/Si graded d-spacing multilayers on
the outer shells in the 20—69.5 keV energy band (W having its K-absorption edge at 69.5 keY). Several different
graded multilayer coatings are currently being investigated, to be utilized on the inner shells for the E >69.5 keV
energy range.
The thermally slumped glass substrates will be coated both at the new DC magnetron sputtering Multilayer Dc-
position System (MDS)'° at DSRI and at a DC magnetron sputter deposition system at Bell Laboratories (Lucent
Technologies).20 The multilayers tested in this presentation were coated at the latter facility.
The following sections present the experimental setups and the results, followed by the conclusions.
2. EXPERIMENTAL SETUPS
We performed X-ray characterization measurements at several different experimental setups:
1. 8.048 keV Specular Reflectivity Measurements: The 8.048 keV specular reflectivity measurements
were made at a double-axis diffractometer at DSRI.3 The system utilizes a 12 kW Rigaku rotating anode
X-ray source (working at Cu-Ka1 (8.048 keV)). The beam is confined by two slits (1.0 mm (width) x
2.0 mm (height)) in front of the asymmetric cut Ge(111) monochromator and beam compressor. An
additional guard slit (0.1 mm x 2.0 mm) is placed in front of the sampleholder. The resolution of
the setup is es1 arcminute FWHM. The setup utilizes a one-dimensional position sensitive detector for
simultaneous measurements of the specular reflectivity and scattering. This combined with subsequent
analysis software allows for detecting scattering from roughness on lengthscales up to 25 pm. The root-
mean-square (r.m.s) roughness derived from the specular reflectivity data is thus the r.m.s roughness
averaged over all lengthscales up to 25 pm.
2. 8.048 keY Scatter Measurements: For the 8.048 keY high-resolution ('5 arcsecond FWHM) scatter
measurements we changed the setup to a triple-axis diffractometer configuration, utilizing high-resolution
perfect channel-cut monochromator and analyzer crystals (both Si(220)) in a non-dispersive configuration.
185
Downloaded From: https://www.spiedigitallibrary.org/conference-proceedings-of-spie on 1/5/2018 Terms of Use: https://www.spiedigitallibrary.org/terms-of-use
The high resolution of this setup allows for detection of true scattering from lengthscales up to .'18OO pm
at a typical grazing incidence angle of 0.2 degrees, as well as detection of ''5 arcsecond or larger figure
errors. We performed the scattering measurements by fixing the incidence angle, 9, on the sample and
subsequently rotating the analyzer crystal to probe the scattered radiation.
3. 18 & 28 keV Reflectivity and Scatter Measurements: We made the hard X-ray, 18 keV & 28
keV, specular reflectivity and scatter measurements on a double-axis diffractometer at the optics Bending
Magnet beamline (BMO5) at the European Synchrotron Radiation Facility (ESRF) in Grenoble (France),
with an angular divergence of the incoming beam of arcsecond FWHM for the specular reflectivity
measurements. Given the width of the detector slit used in the specular reflectivity measurements, the
data allowed for detection of r.m.s roughness on lengthscales up to around 1 pm. For the 18 keV and 28
keV scatter measurements, the detector slit was varied for coarse and fine scatter measurements, yielding
resolutions of '17 arcseconds and arcseconds FWHM, respectively. Thus detecting scattering/figure
errors on the same lengthscale range/angular range as the 8.048 keY scatter measurements.
4. 20—50 keV Energy Dispersive Measurements: For the energy-dispersive measurements, we used a
collimated "white beam" (bremsstrahlung spectrum) from an 18 kW Rigaku rotating anode on a double-
axis diffractometer at Ørsted Laboratory (University of Copenhagen), yielding X-ray photons in the 2—6O
keV energy range. The setup utilizes a W filament and a Cu anode. The usable range for measurements
is above approximately 20 keV, avoiding any characteristic spectral lines of W and Cu. The upper limit
was chosen as '5O keV. The detector used in these measurements was a Nitrogen-cooled Ge solid state
detector in conjuction with a multichannel analyzer, having a resolution of 1—3 % over the 20—50 keV
energy range. The measurements were performed by rotating the sample to a fixed grazing angle 0 and
collect the reflected intensity (at 20) as a function of the energy of the reflected photons.
3. RESULTS & DISCUSSION
We analyzed the reflectivity data using the IMD software package,'9 which applies an algorithm based on Parrat's
recursive application'6 of the Fresnel equations, using the Névot-Croce factor5 for the roughness. The optical
constants used in IMD for the different materials are taken from the updated tables at Center for X-ray Optics
(CXRO) at Lawrence Berkeley National Laboratory (LBNL) and tables at Lawrence Livermore National Laboratory
(LLNL). In the case of scattering, the main quantitative number extracted from the data was the the Half Power
Diameter (HPD) extracted from encircled energy calculations.
3.1. Free-standing Thermally Slumped Glass Substrates
In order to have a better comparison of the non-coated free-standing slumped DESAG glass with the SODART-
mirrors (gold-coated dip-lacquered rolled aluminum foils), the glass substrates were coated with gold (approximately
300-400 A), using a sputter deposition system (at "Koral Labs" (Minnesota, USA)).
3.1.1. Reflectivity Data
Figure 1 shows the reflectivity versus grazing incidence angle results obtained on a typical Au-coated slumped
glass (diamonds) compared to the SODART-mirror (triangles) at 8.048 keY. The fits to the data indicate a surface
microroughness, a, of 8.0 A for the Au-surface on the glass and 2.3 A on the underlying glass-Au interface, whereas
the SODART Au-surface has a microroughness of 10.5 A and 4.9 A on the underlying lacquer-Au interface (Carbon
was used in the fit model as an approximation to the more complicated lacquer composition).
In a similar fashion, Figure 2 shows the comparison at 18 keV, with a's of 7.4 A and 11.4 A for the Au-surface
on the glass and the SODART-mirror, respectively, and 1.6 A and 5.6 A for the underlying interfaces, respectively.
A smearing of the SODART-data as compared to the Au-coated slumped glass data is observed in Figure 2. This
is caused by the fact that the SODART-mirror has significantly higher roughness on the lengthscales above 1 pm,
leading to a scatter contribution in the specular reflectivity data, and thus an enhanced smearing of the data.
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Figure 1. Specular reflectivity of a typical Au-coated slumped glass (diamonds) vs. SODART-mirrors (triangles)
measured at 8.048 ke V. The solid lines are the fits to the data. Note, the error-bars are smaller than the symbols.
ii
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Figure 2. Specular reflectivity of typical Au-coated slumped glass (diamonds) vs. SODART-mirrors (triangles)
measured at 18 ke V. The solid lines are the fits to the data.
187
0.0 0.5 1.0 1.5 2.0 2.5
0.0 0.2 0.4 0.6 0.8
Grazing Incidence AngIe. 8 [degrees]
Downloaded From: https://www.spiedigitallibrary.org/conference-proceedings-of-spie on 1/5/2018 Terms of Use: https://www.spiedigitallibrary.org/terms-of-use
Specular reflectivity of Au—coated slumped glass [28 key]
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Figure 3. Specular reflectivity of a typical Au-coated slumped glass (diamonds) at 28 ke V. The solid line is the fit
to the data.
A detailed model of the correlation length of the roughness is required to separate the scatter from the specular
reflectivity in the data analysis. At present such a detailed model is not available. A detailed model will however
only change the quality of the fit, and not the derived roughness parameters.
We tested the Au-coated slumped glass at 28 keV (see Figure 3) , and the surface roughness results obtained are
similar to the 18 keV case, i.e. 8.0 A and 1.6 A on the Au-surface and underlying interface, respectively.
The roughnesses obtained are quite consistent given the change of lengthscales probed at 8.048 keV and at the
harder X-ray energies. The fact that the gold coating on the SODART-mirror was done by thermal evaporation as
opposed to sputtering explains the higher Au-surface roughness on the SODART-mirror.
The lacquer surface on the SODART-mirror has substantially higher roughness than the glass-Au interface on the
slumped glass on the lengthscales probed in these measurements (up to 25 m at the 8.048 keV measurements and
up to around 1 zm at 18 keV and 28 keV) . We measure roughness as low as 1 .6 A on the glass-Au interface on
the slumped glass, consistent with the promising results obtained from coating multilayers directly on the glass (see
section 3.3).
3.1.2. Scattering Data
We performed the scattering measurements at grazing incidence angles of 0.1, 0.2, and 0.4 degrees at 8.048 keV, and
0.15 degrees at 18 keV and 28 keV. In addition, the guard-slit opening was varied in the different setups as well,
thus changing the illuminated surface length during the experiments, ranging from a few millimeter to the full size
of the substrates (2O cm).
The high resolution scatter data from the best-case free-standing Au-coated slumped glass measured at 8.048 keY,
with a grazing incidence angle, O, of 0.2 degrees is shown in Figure 4, with the intensity (diamonds) shown as
a function of the analyzer offset (in arcseconds). The direct beam (resolution function) of the setup (triangles)
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Figure 4. Scattering profile of a free-standing ku-coated slumped glass (best-case) measured at 8. 048 ke V. The
connected diamonds represent the data, and the dashed line is the direct beam resolution function.
is likewise shown, correctly normalized, in the plot. The illuminated length of the substrate is around 15 cm (
of a foil length) in this case. Figure 5 shows the corresponding encircled energy (diamonds) as a function of the
angular diameter around the center of the scattering profile shown in Figure 4. We measure a Half Power Diameter
(HPD) of 9.9 arcseconds. For typical substrates HPD's of around 40 arcseconds are obtained for full 20 cm length
illumination. An encircled energy curve for such a substrate is shown (triangles) in Figure 5 as well, with a HPD of
44.6 arcseconds.
The Half Power Diameters (HPD's) obtained from the scatter data of a typical Au-coated slumped glass substrate
measured at 8.048 keV (diamonds), 18 keV (triangles) and 28 keV (squares) are shown in Figure 6, as a function of
the illuminated surface length of the substrates.
The same procedure was also followed for the SODART-mirror. The HPD's calculated for the SODART-mirror at
8.048 keV (cross-signs) are also shown in Figure 6.
It is clearly seen that in the case of Au-coated slumped glass the HPD increases with the illuminated surface
length, indicating that the scattering originates predominantly from large scale figure errors, and not from actual
surface microroughness, in agreement with the small microroughness inferred from the specular reflectivity data.
The SODART-mirror maintains a relatively constant HPD around 80 arcseconds for footprint sizes down to 5.0 cm,
indicating that the scattering originates on smaller lengthscales. A more detailed analysis of the scatter profile will
be published elsewhere.9
The above results demonstrate that typical slumped glass substrates will allow for a two-bounce telescope with a
scatter contribution (including figure errors) to the HPD of 1 arcmin. We have also demonstrated that a more
careful selection of the substrates will result in a significant reduction of this number.
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Figure 5. Encircled energy as a function of angular diameter around the center of the scattering profile for a Au-
coated slumped glass measured at 8.048 ke V. The connected diamonds represent the best case, whereas the connected
triangles represent typical substrates.
0 5 10
Figure 6. Half Power Diameter (HPD) 's as a function of the illuminated substrate surface length for the Au-coated
slumped glass vs. SODART-mirrors.
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Figure 7. The HEFT 6-shell single bounce cylindrical prototype.
3.2. Prototype Mounted Thermally Slumped Glass Substrates
We built a prototype cylindrical fixture with 3 realistic W/Si multilayer-coated and 3 un-coated (no Au-layer)
thermally slumped glass substrates mounted, using the scheme developed for HEFT.4 The cylinder consists of solid
aluminum, with the foils careftilly attached (see Figure 7). The different foils are separated by precisely machined
graphite rods that position the substrates in the required cylindrical shape.
In order to compare the quality of a mounted optic with the free-standing optics, we performed a series of scattering
measurements on the un-coated and multilayer-coated mounted foils. A representative scattering measurement of
an un-coated mounted foil measured at 0.2 degree grazing incidence angle and the corresponding encircled energy
curve are shown in Figure 8 and Figure 9, respectively.
Figure 9 shows that a HPD of around 40 arcsecond (in the range of a typical free-standing slumped glass substrate)
is obtained from the prototype mounted slumped glass. In addition, no increase in HPD has been observed for
the multilayer-coated foils. This clearly demonstrates that no additional scatter is introduced due to the multilayer
coating or the mounting procedure developed for HEFT.
3.3. Multilayer Coated Thermally Slumped Glass Substrates
We coated free-standing slumped glass substrates with W/Si depth graded multilayers at a sputter deposition facility
at Bell Labs (Lucent Technologies)20 and subsequently tested the foils in X-ray specular reflectivity measurements
both at 8.048 keV and 28 keV. Figure 10 and 11 show the reflectivity results obtained on a n = 200 bilayer W/Si
depth graded multilayer. The grading of the bilayer thickness d2 for the i'th bilayer (with the bilayer index i ranging
from 1 to n, with i = n being the bilayer next to the substrate) follows a power law distribution given by'2
ad = (b+i)c (1)
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Scattering of a mounted single bounce slumped gloss [8.O48keV]
Figure 8. Scattering profile of a mounted single bounce thermally slumped glass optic measured at 8.048 ke V. The
connected diamonds represent the data, and the dashed line is the direct beam resolution function.
Figure 9. Encircled energy as a function of the angular diameter around the center of the scattering profile for a
mounted thermally slumped glass measured at 8.048 ke V.
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Figure 10. Specular reflectivity of W/Si depth graded multilayer-coated slumped glass measured at 8.O8 keV. The
diamonds represents the data, and the solid line is the fit (see text for details). Note, the error bars are smaller than
the symbols.
with the constants a, b and c nominally set to 93.45, -0.967 and .227, respectively. From these constants, nominal
values of the minimum d-spacing, dmjn, U1d the maximum d-spacing, dmax can be determined.
In the fit shown in Figure 10 and Fig 11 the 'y-value (the ratio of the thickness of the heavy layer (W) to the
total bilayer thickness d) is 0.45, and dmin and dmaz are found to be 25.8 A and 197.8 A, respectively, with the
power law exponent c set to the nominal value of 0.227. The other parameters varied in the fit are the respective
interfacial roughness parameters: 1) the glass substrate (approximated by Si02) - W interfacial roughness c8bW,
2) the "W-on-top-of-Si" interfacial roughness SjW, 3) the "Si-on-top-of-W" interfacial roughness c7WSj, 4) the
top Si layer - oxidized Si layer interfacial roughness aSjSjO2 and finally 5) the Si02 - vacuum interfacial roughness
7SiO2—vac The results obtained from the fits shown in Figure 10 and 11 are 2.3 A for osubW ,4.3 A for CSiW,
4.1 A for oWSj, 5.0 A for USi—Si02 and finally 6.00 A for aSiO2vac. The interfacial roughness of the depth graded
W/Si multilayer is thus derived to be -'4.2 A on lengthscales up to 25 pm (8.048 keV) and at lengthscales up to
around 1 pm in the 28 keV measurements.
A smearing of the measured data is observed in Figure 11 as compared to the data in Figure 10. This is caused by
the fact that the size of the detector slit used in the 28 keV measurement, does not allow for completely separating
the specular reflectivity from the scattered intensity. Thus a scatter contribution is included in the specular data
at 28 keV as compared to the 8.048 keV data, leading to the smearing of the data observed. A detailed model of
the correlated roughness and the associated correlation length is required to separate the scatter from the specular
reflectivity in the data analysis. At present such a detailed model is not available. A detailed model will however
only change the quality of the fit, and not the derived roughness parameters.
The same free-standing W/Si depth graded multilayer-coated substrate was also characterized at an energy-dispersive
setup ('2O—5O keV) at the Ørsted Laboratory, University of Copenhagen, measuring the reflectivity as a function of
photon energy, shown in Figure 12, at a grazing incidence angle of 0.2°, a realistic angle of reflection in the HEFT
telescope. The diamonds are the data points and the solid line is the fit to the data. The fit model is identical with
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Figure 11. Specular reflectivity of W/Si depth graded multilayer-coated thermally slumped glass measured at 28
keV. The diamonds represents the data, and the solid line is the fit (see text for details).
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Figure 12. Normalized reflectivity as a function of energy of W/Si depth graded multilayer-coated thermally slumped
glass at a grazing incidence angle of 0.1?. The diamonds represents the data, and the solid line is the fit (see text
for details).
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the model used in the 8.048 keV and 28 keV specular reflectivity measurements (described in detail above). It is
seen from the plot that the energy dispersive result is consistent with the 8.048 keV and 28 keV results, yielding an
interfacial roughness of the depth graded W/Si multilayer of -4.2 A.
4. CONCLUSIONS
We have characterized the thermally slumped glass substrates from the HEFT telescope mission using X-ray specular
reflectivity and scattering measurements at 8.048 keV, 18 keY and 28 keY. We compared these results to the
SODART-mirror from the SRG mission.
Substantially lower r.m.s surface roughness is measured for the slumped glass compared to the SODART-mirror
on the lengthscales probed in the specular reflectivity measurements. In addition, specular reflectivity and energy-
dispersive measurements of depth graded W/Si multilayer-coated slumped glass foils yields interfacial roughness as
low as 4.2 A, thus demonstrating the capability of coating slumped glass substrates with high quality depth graded
multilayer structures.
Scatter measurements yield Half Power Diameters (HPD's) of around 10 arcseconds for the best slumped glass
substrates, and typically around 40 arcseconds for full illuminated pieces, whereas the SODART-mirror yields HPD's
around 80 arcseconds. In addition, it has been shown that the HPD of the slumped glass varies with the illuminated
length of the substrate, whereas the SODART-mirror maintains a constant HPD of around 80 arcseconds more or less
independent of the illuminated length, indicating that the scattering from the slumped glass originates predominantly
from large scale figure errors.
We tested a prototype cylindrical slumped glass fixture as well. A representative result from an un-coated mounted
slumped glass showed an HPD of around 40 arcseconds, similar to the typical free-standing substrates. This shows
that no increase in scatter is introduced in the mounting procedure developed for HEFT. This was also verified for
the multilayer coated substrates.
We have demonstrated that with a careful selection of the thermally slumped glass substrates, the surface scatter
contribution, plus any contribution from the mounting procedure, holds promise for producing a subarcminute Half
Power Diameter hard X-ray telescope.
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